I.. Introduction {#sec1}
================

Respiratory rate (RR) is a known antecedent of many episodes of physiological deterioration in patients [@ref1], [@ref2], and its accurate estimation in a non-invasive manner is therefore of substantial importance in many settings including mobile health and home monitoring applications. These are introduced below, in Sections A--C.

A.. Monitoring Hospital In-Patients {#sec1a}
-----------------------------------

Hospitals and clinics often use *early warning scores* that involve the observation of patients' vital signs, including RR, throughout a patient\'s stay, with scores assigned to the observed values [@ref3]. In the UK, for example, the use of such systems has been recommended in national clinical guidelines [@ref4], [@ref5].

These scores form an integral part of patient care. Review of the patient by senior members of the clinical staff is prompted if the overall score exceeds some pre-determined threshold. While attempts have been made to make these scoring systems less heuristic [@ref3], [@ref6] , [@ref7], little research has been performed on making the inputs to these scoring systems (i.e., the values of the vital signs) more robust. Manual observations of the vital signs are typically performed every 4 - 6 hours within UK hospitals, and so continuously-measured data from patient monitoring systems could be used to provide early warning scores on a continuous basis. This will provide an opportunity to track patient condition second-by-second, between manual observations, thereby increasing the potential for early detection of patient deterioration. Improved early recognition of physiological deterioration in patients leads to improved patient outcomes [@ref3]. However, while heart rate (HR) and peripheral blood oxygen saturation (SpO$\documentclass[12pt]{minimal}
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}{}$_2$\end{document}$) can be measured continuously using pulse oximetry, continuous estimation of RR relies on the use of extra equipment (via capnometry or measurement of gas flow). There is, therefore, a need to improve the robustness of RR estimation from the electrocardiogram (ECG), the photoplethysmogram (PPG) acquired from pulse oximeters, or other biosignals that are known to be modulated by the respiratory cycle, and hence which may be used to estimate RR.

B.. m-Health and Monitoring at Home {#sec1b}
-----------------------------------

Mobile healthcare (or m-health) is an area of patient monitoring that has received much attention in recent years [@ref8], [@ref9]. Patients at home will typically not tolerate wearing adhesive sensors such as ECG electrodes for extended periods. Instead, m-health applications often include the use of pulse oximetry [@ref10], [@ref11], whereby patients can easily insert their finger into a pulse oximeter probe.

While the pulse oximeter provides robust estimates of HR and SpO$\documentclass[12pt]{minimal}
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\end{document}$, methods for the robust estimation of RR from the PPG waveform are lacking. The challenges for accurate RR-estimation methods in m-health are significant, primarily because of movement artefact.

C.. Upcoming Technologies {#sec1c}
-------------------------

Finally, we note that methods for estimating RR from the PPG may also be used in a number of recent technologies which acquire "PPG-like waveforms". The consumer electronics market is now populated by a large number of fitness trackers and other similar devices, where the aim of using such systems is not to detect physiological deterioration, but to maintain (and perhaps optimise) the "wellness" of healthy subjects. This is of particular interest to the producers of consumer electronics, because wellness applications do not require the costly, time-consuming clinical validation needed to certify devices for clinical use. While the majority of existing devices consist of simple accelerometers for tracking "activity", the latest generation of these devices includes other sensors such as pulse oximeters (e.g., in the new smart watch by Apple, Inc., USA) and bioimpedance sensors (e.g., in the *UP3* by Jawbone, USA). The availability of cardiosynchronous signals from such devices is currently being marketed as being useful only for determining the HR of the subject; however, if sufficiently robust methods are available, they could also be used to estimate RR, thereby increasing the number of physiological variables measured by such devices.

Moreover, a number of studies in the literature have recently described approaches to measuring HR and RR without any sensors or electrodes being attached to the patient, using standard video data [@ref12]--[@ref14]. The resulting "vPPG" (video-derived PPG) waveform provides the opportunity to estimate RR. Existing methods typically rely on tracking small regions of exposed skin in the video of the subject. However, the vPPG signal is substantially noisier than the equivalent PPG signal from pulse oximeters.

D.. Overview of This Paper {#sec1d}
--------------------------

Respiration is known to modulate the PPG in different ways [@ref15], [@ref16]. Many methods have been proposed in the literature to address the need for robust estimation of RR from analysis of the PPG signal. The state-of-the-art is reviewed in [Section II](#sec2){ref-type="sec"}. [Section III](#sec3){ref-type="sec"} describes the proposed algorithm designed to provide improved robustness of RR-estimation. We then evaluate our method using two "independent" datasets, which are described in [Section IV](#sec4){ref-type="sec"}. [Section V](#sec5){ref-type="sec"} then describes our evaluation of existing methods, along with our new proposed method. Finally, we discuss the implications of our study and its results in [Section VI](#sec6){ref-type="sec"}.

II.. Related Work {#sec2}
=================

Existing methods for estimating RR from the PPG are typically applied to moving windows of the time-series data, and an estimate of RR is produced for each window. They typically comprise up to four components, as illustrated in [Fig. 1](#fig1){ref-type="fig"}.

![Typical components of an algorithm for estimating RR (optional components are indicated by dashed lines): (A) a time-series (or multiple time-series) exhibiting respiratory variation is extracted from the PPG signal; (B) RR is estimated from the respiratory signal; (C) multiple RR estimates may be estimated from a single sensor, perhaps by considering multiple respiratory signals; these are then fused to obtain a single estimate; (D) quality assessment may be used to reject or mitigate against noisy estimates.](pimen1-2613124){#fig1}

The first component of most RR-estimation algorithms is the extraction of a respiratory-induced variation signal (or signals) from the PPG. There are a number of methods for extracting the respiratory-induced variation, most of which rely on the identification of the peaks and troughs of the PPG waveform. The segmentation of the PPG into a series of peaks and troughs is a well-described procedure in the literature; for example, peak-trough detection in the time-domain [@ref17] or time-domain segmentation methods [@ref18], [@ref19]. We define the time-series of peaks in the PPG to be a set of pairs $\documentclass[12pt]{minimal}
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$N_{\text {tr}}$\end{document}$, the number of peaks and troughs, respectively, need not be equal. Indeed, it is often the case that peak-trough detection algorithms fail to identify peaks or troughs in noisy signals, or identify spurious peaks or troughs, both of which cause $\documentclass[12pt]{minimal}
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A.. Extraction of Respiratory Components {#sec2a}
----------------------------------------

The time-series of peaks and troughs may be used to derive three new time-series which represent different sources of information related to respiration: 1)*RIIV*: The *respiratory-induced intensity variation* is, straightforwardly, the time-series of amplitudes of the PPG peaks. It is believed that this effect is observed due to variations in intrathoracic pressure, leading to a change in the baseline of perfusion, which is shown as a change in the absolute amplitude of the PPG peaks [@ref15], [@ref16]. Therefore, $\documentclass[12pt]{minimal}
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$\mathbf {y}_\text {RIIV} = \lbrace t_i, y_{\text {tr},i}\rbrace _{i = 1 \ldots N_{\text {tr}}}$\end{document}$, where we reserve the use of bold variables for non-scalars.2)*RIAV*: The *respiratory-induced amplitude variation* is the "height" of the PPG pulse, defined to be the difference in amplitude between the corresponding peak and trough, such that $\documentclass[12pt]{minimal}
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}{}$t_i = t_j$\end{document}$. The RIAV effect is believed to be caused by changes in cardiac output, which have a direct consequence in the quantity of refill in the vessels at the periphery [@ref15], [@ref16].3)*RIFV*: The *respiratory-induced frequency variation* is the change in the value of the instantaneous HR during the respiratory cycle. This phenomenon is known as respiratory-sinus arrhythmia (RSA), which is regulated by the vagal nerve. The (scaled) instantaneous HR, and therefore the RIFV, may straightforwardly be found by determining the time between successive PPG pulses; i.e., $\documentclass[12pt]{minimal}
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Other respiratory-induced variations in the PPG signal have been considered [@ref20]. These rely on the extraction of additional features from the signal, such as the pulse width variability, which has been explored in [@ref21], in order to estimate RR. Many techniques variously explore one or more of the respiratory-induced variations [@ref22]. Digital filters [@ref23], Fourier transforms [@ref16], joint time-frequency analysis [@ref24], auto-regressive modelling [@ref25], [@ref26], wavelet decomposition [@ref27], and Gaussian process [@ref28], [@ref29] methods have all been used.

B.. Estimation of Respiratory Rate {#sec2b}
----------------------------------

In the method proposed by Nilsson *et al.* [@ref23], a 3 $\documentclass[12pt]{minimal}
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}{}$f$\end{document}$ = 0.1 to 0.3 Hz (corresponding to 6 to 18 breaths per minute) is used. In the original study, individual breaths were identified manually in the resulting filtered PPG signal.

The use of joint time-frequency analysis methods has been extensively demonstrated [@ref24], [@ref27], [@ref30], [@ref31]. In the method described by Shelley *et al.* [@ref24], for example, the PPG signal is analysed with a short-time Fourier transform using a moving Hann window of 82s duration. The maximum frequency in the range of plausible respiratory frequencies is identified as that which corresponds to RR. More recently, Garde *et al.* [@ref30] proposed an algorithm based on the time-varying correntropy spectral density function (CSD) applied to the PPG. The CSD is a generalisation of the power spectral density using correntropy, which is a similarity measure that models time-varying structure and the statistical characteristics of a signal. From applying this method to each window of data, the heart rate is estimated by detecting the maximum frequency peak $\documentclass[12pt]{minimal}
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Auto-regressive (AR) modelling has also been used to identify the frequency contained within a respiratory signal [@ref25], [@ref26], [@ref32]. In these methods, the respiratory signal is typically extracted by applying a lowpass (or bandpass) filter that attenuates the component at the cardiac frequency in the PPG signal (as in the method by Nilsson *et al.* [@ref23]). The poles generated by the ("all-pole" filter) AR model correspond to resonant frequencies, where the frequency is determined by the pole\'s angle. The respiratory pole (and accompanying frequency) can be identified as the pole with the greatest magnitude within the plausible range of respiratory frequencies [@ref25], [@ref26]. Alternatively, AR modelling can be used to calculate the power spectral density (PSD) and evaluate the frequency content of the respiratory signal [@ref32].

Among the most recently-proposed approaches, Karlen *et al.* [@ref16] describe a method for estimating the respiratory rate from PPG recordings obtained from pulse oximetry. The three respiratory-induced variations (RIIV, RIAV, RIFV) described above are extracted from the PPG signal using an incremental merge-segmentation algorithm [@ref33], which is also used to identify abnormal pulse periods caused by noise and motion artefacts. The proposed *smart fusion* method analyses the frequency content of each respiratory-induced variation using the Fast Fourier Transform (FFT) and combines the results of the three estimations by taking their mean. Estimations containing artefacts or which are deemed to be of low quality (in which the standard deviation of the three estimations exceeds 4 breaths per minute) are discarded. While the fusion method improved the robustness of the estimation (as demonstrated with a publicly-available benchmark dataset), it also substantially reduced the number of windows for which good-quality estimations were possible.

In this study, we propose an algorithm that combines the results of the three respiratory-induced variations described above, with the goal of providing robust estimates of RR while retaining a larger number of estimations than with the current state-of-the-art.

III.. Proposed Algorithm {#sec3}
========================

This section describes the novel algorithm presented by this paper. We first introduce the pre-processing procedure that is applied to the PPG signal prior to data analysis, including a short description of a signal quality metric that is used to identify sections of the PPG waveform that are artefactual ([Section III-A](#sec3a){ref-type="sec"}). Then, we describe the proposed approach to combine the RR estimations from the three respiratory-induced variations based on autoregressive modelling techniques ([Section III-B](#sec3b){ref-type="sec"}).

A.. Pre-Processing Procedure {#sec3a}
----------------------------

The pre-processing procedure involves the use of the three waveforms derived from the PPG: the RIIV, RIAV, and RIFV. PPG beat detection was performed using the segmentation algorithm proposed in [@ref18]. This algorithm was originally developed for identifying peaks and troughs in the arterial blood-pressure waveform, and is directly applicable to the PPG, given the similar morphology of the two waveforms. From the resulting time-series of peaks and troughs, the three derived waveforms were calculated as described in [Section II-A](#sec2a){ref-type="sec"}. The resulting time-series $\documentclass[12pt]{minimal}
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![(a) Representation of the extraction method of the respiratory-induced variations from the PPG. (b)-(c)-(d) Respiratory-induced variations (normalised) extracted from an example 32 s PPG sliding window used for RR estimation: RIIV, RIAV and RIFV. (e)-(f)-(g) Corresponding AR spectra computed for different model orders. We observe a clear peak at around 18 breaths per min. for all respiratory-induced variations. Nevertheless, the peak is more distinct (higher magnitude) for the RIIV and RIAV spectra (e), (f), as the signals from which they are derived (b), (c), appear to be less artefactual than the other signal (d). Therefore, the AR spectra represented in (g) have a "lower weight" in the resulting median spectrum.](pimen2abcdefg-2613124){#fig2}

In order to identify artefactual and, potentially, low-quality periods of the PPG waveform, a signal quality metric is subsequently used. The metric combines (A) a measure based on "flat-line" detection with (B) a measure determined using the approach described in [@ref34], which evaluates the coincidence of the beats detected by two different PPG peak detectors. For (A), a hysteresis threshold was used to determine the smallest fluctuation that should be ignored; samples with fluctuations ranging below this threshold were set to be flat-lines. For (B), the beats detected by two peak detectors [@ref18], [@ref19] were said to be coincident if they fell within a 150 ms window. The final SQI value for a given window is then determined by $\documentclass[12pt]{minimal}
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B.. Respiratory Rate Estimation {#sec3b}
-------------------------------

The proposed method estimates the RR by combining spectral estimates of the three pre-processed outputs (RIIV, RIAV, RIFV) using multiple AR models. The method assumes that each input time-series is governed by an AR process, which in turn assumes that the current value of a time-series $\documentclass[12pt]{minimal}
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IV.. Materials and Methods {#sec4}
==========================

A.. Data Collection {#sec4a}
-------------------

For the analysis described in this paper we used two independent, publically-available datasets: the CapnoBase benchmark dataset (available at [www.capnobase.org](www.capnobase.org)), and a dataset extracted from the MIMIC-II waveform database (v3.0, derived from <https://mimic.physionet.org/> and available at [
http://www.robots.ox.ac.uk/\~davidc](
http://www.robots.ox.ac.uk/~davidc)).

### 1). The CapnoBase dataset {#sec4a1}

collected by Karlen *et al.* [@ref36], this resource consists of PPG recordings and capnometry data, both recorded at sampling frequency $\documentclass[12pt]{minimal}
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}{}$f_s = 300$\end{document}$ Hz, from 59 children (median age: 8.7, range: 0.8 - 16.5 years) and 35 adults (median age: 52.4, range: 26.2 - 75.6 years). The cases in the dataset were randomly selected by the authors from a larger collection of physiological signals collected during elective surgery and routine anaesthesia. In the work reported in [@ref16], the CapnoBase dataset was divided into a test set consisting of 42 recordings of 8-minute duration (336 minutes in total), from 29 paediatric and 13 adult patients containing reliable recordings of spontaneous or controlled breathing, and a calibration set consisting of 124 recordings of 120 s (248 minutes) from the remaining 52 patients. As in [@ref16], our results are reported using the test dataset of 42 recordings as defined above.

The capnometric waveform for each record was used as the reference "gold standard" recording for RR. Each breath in the capnogram in the database has been manually labelled by a research assistant, and the annotations were used to derive the reference RR values based on the average time between consecutive breaths.

### 2). The BIDMC Dataset {#sec4a2}

extracted from the MIMIC-II resource [@ref37], this comprises PPG recordings and respiratory signals acquired using conventional impedance pneumography (IP), both sampled at $\documentclass[12pt]{minimal}
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}{}$f_s = \text{125}$\end{document}$ Hz, from 53 adult patients (median age: 64.81, range: 19-90+, 32 females). Those in the dataset were selected from a larger cohort of patients who were admitted to medical and surgical intensive care units at the Beth Israel Deaconess Medical Center (BIDMC), Boston, USA. 53 recordings of 8-minute duration were randomly selected as the test set for this database.

The IP waveform for each record was used as the reference recording for RR. Each breath in the IP signals was manually (independently) annotated by two research assistants, and both sets of annotations were used to derive the reference RR values. For each set of annotations, the RR value was determined based on the average time between consecutive breaths within a given window; only those windows of data for which the agreement between both estimates was within 2 breaths per min were retained, and the mean value of the two estimates was taken as the reference RR. As a result, using a window size of 32 s, for example, resulted in 97.5% of all available reference windows being deemed to be "valid" according to our criterion.

B.. Methods Evaluation {#sec4b}
----------------------

We evaluated the performance of our method for two window sizes (32-second and 64-second duration), with successive windows having 29 and 58 seconds overlap; i.e., a new estimate is computed every 3 and 6 seconds, respectively. The window sizes were selected as they did not need zero padding (for frequency-based analysis) and were within reasonable physiological and clinical limits, as discussed in [@ref16]. In this study, RR was estimated within the plausible range of respiratory frequencies set to 4 to 65 breaths per minute. The signal quality metric (SQI) described above was used to identify and discard windows of PPG data that are artefactual. For windows of data in which SQI $\documentclass[12pt]{minimal}
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}{}$< 0.90$\end{document}$, an estimate of RR was not produced. Therefore, only "valid" windows are retained for the analysis. The value for the SQI was selected heuristically.

The estimated RR values obtained by each method (for each window size) from the PPG recordings were compared with the reference RR obtained from the reference gold standard recordings in each database (as detailed above). Performance was assessed on each dataset by calculating the mean absolute error (MAE) in breaths per minute for each record, defined as $$\documentclass[12pt]{minimal}
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\end{document}$. In addition, we determined the number of valid windows retained by our SQI.

The performance of our method was compared with that of previously-proposed approaches, using both datasets: Karlen (2013) [@ref16], Fleming (2007) [@ref25], Shelley (2006) [@ref24], and Nilsson (2000) [@ref23]. These methods were selected as being representative of the state-of-the-art or as being key studies that we considered "benchmark" investigations. For all methods, RR estimations were obtained only for valid windows as identified by our SQI; i.e., windows of PPG data what were deemed artefactual (windows for which $\documentclass[12pt]{minimal}
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}{}$SQI < 0.9$\end{document}$) were not considered in the comparison of the different methods. We note that in the case of the first method, Karlen (2013), the fusion approach may discard additional RR estimations. For a fair comparison with this approach, we used our own PPG segmentation algorithm for obtaining the respiratory-induced variations, and SQI to discard artefactual windows of PPG data.

A Kruskal-Wallis test, a non-parametric version of the classical one-way analysis of variance (ANOVA) that uses the chi-square statistic ($\documentclass[12pt]{minimal}
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}{}${\chi }^2$\end{document}$), was performed on the errors from the different methods for each dataset (and window size), in order to compare the median of the MAEs of the different methods and determine if the distribution of the errors are the same. Results from Bonferroni post-hoc pairwise comparisons (a total of 10 pairwise comparisons, at a significance level of $\documentclass[12pt]{minimal}
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}{}$p = 0.05$\end{document}$) are reported. The 95% confidence intervals for the difference of two medians were determined based on the method described in [@ref38]. We also compared, for each dataset, the error obtained between the two window sizes across the different methods by performing a Kruskal-Wallis group analysis.

V.. Results {#sec5}
===========

[Fig. 3](#fig3){ref-type="fig"} shows the results of applying the various methods to the CapnoBase and BIDMC datasets, showing the distributions of $\documentclass[12pt]{minimal}
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\end{document}$ for window sizes of 32 and 64 secs.
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}{}$\text {MAE}$\end{document}$) for all methods using (a) the CapnoBase dataset, and (b) the BIDMC dataset, for both window sizes. The boxplot shows distributions of MAEs, with lower quartile, median and upper quartile values displayed as left, middle, and right horizontal lines of the boxes. Whiskers are used to represent the most extreme values within 1.5 times the interquartile range from the central box. Outliers (data with values beyond the ends of the whiskers) are displayed as crosses. Circles represent the mean values.](pimen3ab-2613124){#fig3}

The different window sizes used for estimating RR did not show a substantial difference in error for both CapnoBase ($\documentclass[12pt]{minimal}
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 0.127$\end{document}$) datasets. In general, however, a trend for lower error rates when larger windows are used can be observed for all methods ([Fig. 3](#fig3){ref-type="fig"}). Window sizes from 16 to 128 seconds have been used in previous studies [@ref16], [@ref22], [@ref30]. On the one hand, choosing smaller window sizes would be ideal as they yield shorter computation and processing times at each time step. On the other hand, larger window sizes may improve the accuracy of the estimate and decreases the lowest detectable RR. For example, if we consider that two respiration cycles (two periods) are necessary for obtaining an accurate estimation, the lowest detectable RR for a 32-s window is 3.75 breaths per min [@ref16]. However, it is important to note that most methods for estimating RR assume that a respiratory-induced variation signal is governed by a single, or dominant, frequency, which is expected to correspond to RR. Therefore, choosing larger window sizes may lead to an increased number of "violations" of this assumption, as there is more room for variability in the RR. This may subsequently lead to increased errors. Therefore, our analysis focused on window sizes of 32 and 64 seconds.

The Kruskal-Wallis test showed that there were significant differences between the RR estimation methods, using a window size of 32 secs, for the CapnoBase dataset ($\documentclass[12pt]{minimal}
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###### Performance of RR Estimation Methods (for Both Window Sizes): Percentage of Windows Retained (N) Presented With Mean and Standard Deviation (SD) Per Record; Mean Absolute Error (MAE) Presented as Median and Inter-Quartile Range ($\documentclass[12pt]{minimal}
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                    Window size: 32 secs                                                                       
  ---------------- ---------------------- ------------------ ---------------------- --------- ---------------- -----------------------
  Proposed                92 (18)           1.5 (0.3--3.3)             −             94 (16)   4.0 (1.8--5.5)             −
  Karlen (2013)           61 (28)           1.2 (0.5--3.4)    −0.3 \[−1.6 to 1.2\]   35 (21)   5.8 (1.9--9.7)    1.8 \[−0.8 to 4.4\]
  Fleming (2007)          92 (18)           1.4 (0.5--3.8)    −0.1 \[−1.4 to 1.3\]   94 (16)   5.2 (2.6--7.7)    1.2 \[−0.6 to 2.9\]
  Shelley (2016)          92 (18)          4.5 (0.8--10.5)     3.0 \[0.2 to 5.8\]    94 (16)   3.5 (1.5--9.4)   −0.5 \[−3.2 to 2.1\]
  Nilsson (2000)          92 (18)          10.5 (4.9--12.7)   8.7 \[6.9 to 10.6\]    94 (16)   5.4 (3.4--9.2)    1.4 \[−0.2 to 2.9\]
                    Window size: 64 secs                                                                       
  Proposed                92 (19)           1.9 (0.3--3.4)             −             94 (18)   2.7 (1.5--5.3)             −
  Karlen (2013)           64 (29)           0.8 (0.3--2.7)    −1.1 \[−2.2 to 0.2\]   34 (24)   5.7 (1.5--9.7)    3.0 \[0.1 to 6.0\]
  Fleming (2007)          92 (19)           1.1 (0.4--3.5)    −0.7 \[−1.9 to 0.5\]   94 (18)   5.5 (2.7--8.1)    2.8 \[0.7 to 4.9\]
  Shelley (2016)          92 (19)           2.2 (0.2--8.3)    0.4 \[−3.0 to 3.7\]    94 (18)   2.3 (0.9--7.9)   −0.4 \[--2.1 to 1.3\]
  Nilsson (2000)          92 (19)          10.2 (4.8--12.4)   8.4 \[6.5 to 10.3\]    94 (18)   4.6 (2.5--8.5)    1.9 \[0.2 to 3.7\]

Using a window size of 64 secs, the Kruskal-Wallis test showed that there were significant differences between the RR estimation methods for both the CapnoBase ($\documentclass[12pt]{minimal}
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}{}$p = 0.028$\end{document}$) datasets. Our method was found to have a significantly different performance than the approach proposed by Nilsson ($\documentclass[12pt]{minimal}
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}{}$p = 0.041$\end{document}$ for CapnoBase and BIDMC datasets, respectively), but comparable performances to the other methods, using the Bonferroni multicomparison tests.

[Fig. 4](#fig4){ref-type="fig"} shows that the majority of windows in the CapnoBase dataset have reference RR values around 10 - 20 breaths per min, with a tail that extends to approximately 45 breaths per min. In the BIDMC dataset, it may be seen that the distribution of RR values falls into the range 5 - 25 breaths per min. We note that, using the CapnoBase dataset, the largest estimation errors of the proposed method occurred for lower RR values. Using the BIDMC dataset, we note a bias on some of the estimation errors; our method underestimated RR for a substantial proportion of windows through the range of 12 to 25 breaths per min for this dataset ( [Fig. 4](#fig4){ref-type="fig"}). This may be caused by low-frequency, non-respiratory processes that were not removed during our procedure for extracting the respiratory-induced variations, and hence, were detected by the multiple spectra approach.

![Scatter plot comparing the reference RR with the RR estimates from the PPG using the proposed method, using (a) the CapnoBase dataset, and (b) the BIDMC dataset, for 32-second windows.](pimen4ab-2613124){#fig4}

While the approaches by Fleming (2007), Shelley (2006) and Nilsson (2000) take into account a single respiratory-induced variation (which corresponds to the RIIV component), the method described by Karlen *et al.* [@ref16] and the proposed method described in this paper combine the estimations of three derived respiratory-induced variations using different strategies (as described above). The proposed approach retains more estimations than that by Karlen (2013) in both datasets ( [Table I](#table1){ref-type="table"}). Specifically, we note that using the BIDMC dataset, for a window size of 32 secs, in average, 65% of the windows in each record were discarded using the fusion approach proposed by Karlen *et al.* in [@ref16], while a substantially reduced number of estimations (6%) were discarded by the approach proposed here.

VI.. Discussion {#sec6}
===============

The robust estimation of RR in a number of important healthcare-related applications (e-health, m-health, wellness) is a topic in which a substantial amount of work has been done in the last decade. Given the importance of estimating RR in a robust manner, this paper set out to understand the reasons for why estimation of RR in a clinical setting remains an "unsolved" problem by proposing a novel method for estimating RR from PPG recordings.

The method proposed in this paper combines the RR estimations from the three derived respiratory-induced variations by "fusing" the corresponding AR spectra computed over several model orders, and selecting the dominant frequency of the resulting spectrum as that of the respiratory rate. A single RR estimation from the three sources is, therefore, generated at each time step. An SQI based on the agreement of two different beat detectors (combined with a flat-line detector) is used as a quality indicator of periods of the PPG recording and which discard the RR estimation at each time step if the window of data is deemed to be of "poor" quality.

A different approach for combining the results of three respiratory-induced variations has been proposed by Karlen *et al.* [@ref16]. This method involves not generating an estimate of RR if the standard deviation of those three estimates exceeds 4 breaths per min; if the three estimates are similar, an estimate of RR is generated using the mean of the available values. As noted by the authors, this approach introduces a major limitation: "*an RR estimation is only available for periods of data that do not contain artifacts or have an agreement between the three estimations*" [@ref16]. In fact, using the dataset, an average of 36% of the windows in each record were eliminated due to the disagreement of the three estimates ([Table I](#table1){ref-type="table"}). This effect is exacerbated when the approach is used with the PPG recordings of the BIDMC dataset, where more than 60% of the windows (on average) in each recording were deemed to be low-quality estimations due to this fusion approach. We also note that discarding data due to the agreement of the three respiratory-induced variations may not produce results with an improved performance. While this strategy led to a good performance (compared to that of the proposed method) using CapnoBase recordings, it generated larger estimations errors with the BIDMC dataset ([Fig. 3](#fig3){ref-type="fig"}, [Table I](#table1){ref-type="table"}).

With patients who are elderly and/or unwell, or who are undertaking treatments with intake of certain drugs, it is likely that one or more of these three sources may be consistently unrepresentative of respiration, but the estimations from the other respiratory-induced variations may still be considered for generating reliable RR estimations. This effect is most obviously noticed, for example, in the decrease in the RSA phenomenon in the elderly [@ref15], [@ref26], corresponding to non-robust estimates of RR from RIFV. An effective "fusion" approach should be able to cope with one or more of the respiratory signals consistently showing a lack of respiratory-related information. The method proposed in this paper copes with this effect by investigating the magnitude of the spectra corresponding to the three respiratory-induced variations. The magnitude of the spectrum corresponding to a noisy waveform is lower than that corresponding to a less noisier waveform ([Fig. 2](#fig2){ref-type="fig"}). Therefore, the presence of artifacts in the respiratory-induced variations is encoded in the magnitude of the corresponding AR spectra, which works as a weighting factor for determining the "fused" spectrum, from which the single RR estimation is computed. Another method that combines all three respiratory-induced variations, derived using continuous wavelet decomposition, has been used to estimate RR from the PPG [@ref39]. However, the approach used an undisclosed algorithm, so that it could not be easily reproduced here.

We investigated the use of a new strategy that takes advantage of the notion of "model fusion", such that model complexity may be determined automatically, in an unsupervised manner, leading to more robust estimations of RR based on a "committee" of models of varying complexity (using different model orders). As noted before, the selection of the AR model order may be problematic, as it typically depends on the data and type of dataset used [@ref25]. We observe that the approach described by Fleming *et al.* [@ref25] was implemented with a fixed model order of 11, which was seen to achieve the best performance on both datasets from all other model orders and strategies for determining a single best model order (such as the AIC and BIC).[^1^](#fn1){ref-type="fn"} [^1] Hence, it is important to note that it may achieve a different performance in a third independent dataset. The proposed method performed well with both datasets (compared to the other methods), suggesting that the approach described in this paper is a promising means of coping with different types of datasets and overcome the problem of model selection.

We also observe that the proposed method underestimates RR for many windows of the BIDMC dataset ( [Fig. 4](#fig4){ref-type="fig"}). This is caused by the presence of low-frequency, non-respiratory processes that our method was not able to distinguish from the true underlying respiratory process. As noted in [@ref40], there are baseline fluctuations in the PPG waveform that are independent of respiration and which are part of a separate vascular response to the sympathetic nervous system. These low-frequency fluctuations ($\documentclass[12pt]{minimal}
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}{}$\sim$\end{document}$ 0.12 Hz) are often referred to as Mayer waves [@ref41], and are thought to represent the baroreflex mediated oscillation of arterial blood pressure. Additionally, very low frequency ($\documentclass[12pt]{minimal}
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}{}$\sim$\end{document}$ 0.05 Hz) sympathetically mediated variations in the baseline may also be apparent as a vascular response in the regulation of body temperature [@ref15], [@ref42]. Therefore, an additional step may be required to better select which frequency corresponds to RR by discarding unwanted frequencies. Furthermore, we observe that our method considers all windows from one record to be independent; i.e., the RR estimate obtained at a certain time step does not influence the value of the RR estimate of the subsequent time step. It is straightforward to imagine a set of time-based rules that would avoid abrupt changes in the RR estimations from one window to the next, and, hence, reduce estimation errors. Kalman filtering has been used in order to combine RR values estimated from different sources and produce a smoother time-series of RR estimations [@ref43]. Nevertheless, we designed (and evaluated) this approach for applications in which the duration of the PPG recording is not necessarily very long, which precludes the use of Kalman filtering and time-averaging techniques.

The proposed method comprises the use of two segmentation algorithms and the computation of AR models of different model orders, which may represent a substantial computational load. We note that the method was implemented and tested using the MATLAB software framework, v.R2012b (Mathworks, Natick, MA, USA), and it was designed to be used on each single window (independently of the others). The average processing time for a record of 8 minutes (150 estimations) is 1.6 secs on a single processor thread on a 2.4 GHz PC. The number of AR models to be calculated is proportional to the frequency at which estimations are displayed. We note that the optimisation tools of the AR processes may be modified in order to reduce the computational load of the proposed method without compromising the accuracy of its RR estimates. Also, we note that other, more efficient, segmentation algorithms may be used for extracting the respiratory-induced variation time-series and, hence, reduce the computational load of the proposed method.

Finally, one of the major reasons that we identified for not translating RR estimation algorithms into clinical practice was the lack of large-scale validation studies using datasets that match the conditions under which a system would be used in practice. In this study, data collected from subjects with a wide range of ages, from paediatric to elderly patients (the only significant age cohort omitted was the neonatal cohort), under controlled ventilation or spontaneously breathing were used. As with previous studies [@ref16], [@ref44], no significant differences in the performance of the proposed method between controlled and spontaneous breathing subjects were observed (see Supplementary Material). This study is limited, however, by not including data from patients outside of the hospital setting, and by using data acquired from patients whilst being stationary, rather than truly ambulatory. We used the largest publicly-available database from the literature (CapnoBase), and augmented it with a database derived from a well-understood, and well-investigated repository (Physionet).[^2^](#fn2){ref-type="fn"}[^2] There are two major limitations with the latter. The first limitation is the absence of a capnometric waveform, from which reference RR values may be extracted for comparison. Nevertheless, we overcome this problem by using the IP waveform as the respiration source and the annotations performed by two independent research assistants that allowed the extraction of reliable reference RR values to which RR estimations from the PPG may be compared. The second limitation is the patient population and range of RR values. We note that these recordings are solely from adults, and that RR values in this dataset are concentrated in the range between 5 and 25 breaths per min. Therefore, the use of this single dataset may preclude the evaluation of algorithms in the full interval of RR values.

VII.. Conclusion {#sec7}
================

We have presented the development of a novel algorithm for estimating RR from the PPG. The algorithm fuses the estimates of three respiratory-induced variations (RIFV, RIIV, and RIAV) using the corresponding spectra computed using multiple autoregressive AR models of different orders. The method was evaluated in two independent test sets including recordings from pediatric and adult in-hospital patients. Our analysis demonstrated the importance of using alternative datasets for evaluating the performance and generalisation ability of proposed methods. Future studies should concentrate on the use of these (and additional) raw data sources as a benchmark for comparison of new RR estimation approaches.
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